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Abstract: Tactile detection of a tumor and an artery in a tissue and distinction of a healthy artery from
a stenotic artery, using finite element method, are presented. Four 2D models of tissue have been
created: tissue itself, tissue including a tumor (TIT), tissue including a healthy artery (TIHA), and
tissue including a stenotic artery (TISA). After solving four models with similar boundary conditions
and loadings, the 2D tactile mappings and stress graphs for upper nodes of models, which have key
importance for transferring tactile data, were explored. Then, by comparing these results, if the stress
values of nodes were constant and equal, tissue is unlikely to have any tumor or artery embedded.
Otherwise, if the stress graph included a peak, the tissue had a tumor or an artery. Additionally, it was
observed that the stress graph of tissue including an artery is time-dependent in comparison with the
tissue including a tumor. Further, it was concluded that a stenotic artery had larger stress peak than a
healthy artery.

Keywords: Modeling, Tactile Sensing, Soft Tissue, Tumor, Artery, Stenosis, FEM

INTRODUCTION

grasping or manipulation of biological tissues such as
veins, arteries, bones, etc.[8, 9]. Any inhibitions on the
surgeon’s sensory abilities might lead to undesirable
results[10, 11, 12, 13]. One of the main difficulties
encountered in this area is the inability in detecting the
arteries embedded in tissues. Therefore, in laparoscopic
surgeries like bringing the gall bladder out of body, the
location of cutting is burnt for bloodshed prevention or
some grippers are placed in each side of the cutting
location[14].
Although this subject is new, but many studies
have been performed about detection of arteries in
tissues and their stenosis. Nearly all of these studies
have used imaging and ultrasound techniques[15].
Beside their advantages, they also have some
limitations including: a) vessels deep in the body are
harder to see than superficial vessels, b) smaller vessels
are more difficult to image and evaluate than larger
vessels, c) calcification that occurs as a result of
atherosclerosis may obstruct the ultrasound beam, and
d) sometimes ultrasound cannot differentiate between a
blood vessel that is closed and the one that is very
nearly closed, because the weak volume of blood flow
produces a weak signal. Therefore, a practical method

Minimally invasive surgery (MIS) is a kind of
surgery in which two or three incisions with nearly
1 cm diameter or so are being created on external
surface of the body. Then, tiny long surgery tools are
entered through these incisions into the body and the
surgeon does the operation by these tools. Because of
the numerous advantages of MIS, comparing with
traditional open surgery, the researchers are putting a
great deal of effort on optimizing the design and
capabilities of its related tools. Some of these
advantages are: reducing damage to healthy tissue,
decreasing trauma, patients heal more quickly, reducing
recovery times, etc[1, 2, 3]. MIS is now being widely
used as one of the most preferred choices for various
types of operations[4, 5].
Despite its advantages and growing popularity,
MIS suffers from one major drawback: it decreases the
sensory perception of the surgeon and the surgeon
might accidentally cut or incur damage to some of the
tissues[6, 7]. This effect is more pronounced when the
surgeon approaches a target tissue while moving across
other healthy tissues. This could happen during
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was used as a criterion for stimulating a sensor. This
criterion can be force, pressure (stress), displacement
(strain), temperature, humidity, roughness, stiffness,
and softness that is appeared on the surface of the
touched object in which tactile data was transferred
between it and the sensor. Otherwise, they cannot be a
suitable criterion.
In the present study, we consider a phantom of soft
tissue that includes an artery and a tumor as shown in
Fig. 1. It has been divided into four parts: the tissue
itself which is part a, tissue including a tumor (TIT)
that is part b, tissue including a healthy artery (TIHA)
that is part c, and tissue including a stenotic artery
(TISA) which is part d. The cross section of each part,
as shown in Fig. 2, has been selected as a 2D model.
The cross section of model b and c pass through the
center of tumor and stenotic artery, respectively. For
modeling of palpation process by finger, a constant
displacement (-7.5 mm) on top line of each model has
been considered and Von Mises stress parameter was
selected as a detection criterion in modeling. For
completing the simulation of palpation effect, the
bottom line of each model was constrained in
y-direction as shown in Fig. 2.

which could eliminate these limitations during the
surgery process sounds very necessary. Artificial tactile
sensing is a new technique for detecting of arteries in
soft tissues by palpation[16].
Unlike tumor detection, a very rare number of
studies could be found in literature on detecting of an
artery and the location of its stenosis by tactile
method[17, 18, 19, 20]. In one of studies related to tactile
detection of arteries, a sensorized finger was
constructed which was capable of detecting pulse rate
and waveform at wrist artery and sensing bard nodules
in a mock breast[21]. It is noticeable that in this study,
numerical solutions were not performed. In another
study, a long 10 mm diameter probe was constructed
with an array of tactile sensor set in the end of it[22].
This sensor was pressed against the tissue of interest
and pressure distribution was read out as electrical
signal across contact area. Then, this information was
processed and the presence of an artery in tissue was
concluded. In this study, just like the pervious works,
numerical solutions were not employed. The last study
on artery detection is related to construction of a tactile
sensor that can track a vessel with various curves in
artificial tissue with silicon type by a programmable
robot[23]. Similar to pervious works, in this study,
numerical solutions were not performed again.
In this paper; for the first time, we have
investigated the detection of an artery and a tumor in a
tissue and separation of these two categories from each
other by using finite element method. Furthermore, we
have modeled a 25% stenotic artery in a tissue and
investigated the possibility of distinction of a healthy
artery from a stenotic artery and presented a criterion in
this regard.

Finger for
palpation

Stenosis in an
artery

Location of
tumor

Path of artery
Rigid body

MATERIALS AND METHODS
New minimally invasive surgical techniques
prevent surgeon from directly touching and palpating
internal tissue. Therefore, surgeon cannot be aware of
the condition of internal tissue. For example, hard
lumps in soft organs are detected by probing the tissue
with the fingers; arteries are localized during dissection
by feeling for a time varying pressure; or the structural
integrity of a blood vessel wall is assessed by rolling it
between the fingers.
In this paper, we scrutinized on presence of artery
in soft biological tissue and distinction of a tumor to
pattern out palpation by finite element method. We
were also able to separate a healthy artery from a
stenotic artery by simulating palpation.
In every application of tactile sensing method, the
physical contact between tactile sensor and object or
tissue is of special importance. In this physical contact,
according to the design of sensor, a parameter of touch

Cross section of artery
Fig.

1:

Phantom of soft tissue

Schematic representation of a soft tissue:
a) the tissue itself, b) TIT, c) TIHA, and d) TISA.

As shown in Fig. 2, we considered four rectangles
as four plane models of soft tissue, which each model
had 80×30 mm dimension. In this modeling, two
arteries and tumor were assumed completely circular
and in center of tissue geometry. In model b, the
diameter of tumor is 10 mm, in model c the wall
thickness and internal diameter of artery are 8 mm and
1 mm, respectively, and in model d the stenosis
thickness is 1 mm. Tissue, artery, and stenosis
components were assumed elastic and isotropic material
with a modulus of elasticity of 15, 300, and 600 kPa,
respectively[18, 24, 25]. The modulus of elasticity of tissue
has been assumed 20 times larger than tissue[18].
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RESULTS AND DISCUSSION

Tumor

For every model, outputs in two different situations
were derived: 1) stress distribution on top side of tissue
model that is the site of touch between tissue and
sensor. This was named 2D tactile image and 2) Von
Mises stress graph on all of top nodes. According to 2D
tactile imaging and stress graph, the results are as
follows:

Stenosis

Appearance of the symptoms of existence of an
artery or a tumor on top side of tissue model: this
result supports the suitability of artificial tactile sensing
method in artery or tumor detection and separation of a
healthy artery, stenotic artery, and tumor from each
other. Fig. 3 shows 2D tactile images corresponded by
applying -7.5 mm displacement on top line of each
model. From the 2D tactile images b, c, and d, it is
understood that applied pressure on the tissue which has
tumor or artery, caused a non-uniform stress distribution
in comparison with the tissue itself.

Fig. 2: The cross section of each part shown in Fig. 1.
In models c and d, blood fluid has been omitted but
instead its effect on artery wall has been considered for
duration of a healthy pulse, which is approximately
0.85 second. This effect has been applied as pressure
loading with a maximum and a minimum of inside
pressure of artery to be 120 and 80 mmHg,
respectively. This loading has been divided into two
steps: systolic and diastolic phases which loading time
for each phase is 0.425 second. In systolic step,
pressure increases from 80 to 120 mmHg as linear
during the first 0.425 second and in diastolic step it
decreases from 120 to 80 mmHg as linear during the
next 0.425 second.
This model has been solved by finite element
method. The length of each model has been considered
80 mm so that the left and right side tissues be far from
artery and tumor and do not affect the stress distribution
of artery, tumor and their environments. Bottom side of
tissue in each model has been fixed in the
y-direction that is the direction of loading on top side of
model. With prevention of rigid body motion, each
model was solved for a duration of 0.85 second. For
having continuous strain in touch site of artery and
tumor with tissue, they were glued to tissue by gluing
same nodes together. Model has been meshed by a
4-node bilinear plane stress quadrilateral element.
To gain accurate solution and reduce the duration
of solving process, element size of tumor, arteries, and
the environments that have severe gradients of stress
were considered finer than other parts of model.
The aim of this modeling is to explore the effect of
an artery, a stenotic artery, and a tumor in tissue and
their comparison with each other for finding a criterion
for separating them. Therefore, Von Mises stress graph
for all of nodes created in top side of four models,
shown in Fig. 2, and 2D tactile image of models were
explored.

a

b

c

d

Fig. 3:

2D tactile image a) the tissue itself, b) TIT,
c) TIHS, and d) TIAS (tactile images c and d are
related to time 0.425 second that internal pressure
of artery reaches 120 mmHg).

Appearance of a peak in stress graph: as shown in
Figs. 4, 5, and 7, Von Mises stress graphs derived for
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the nodes on top side of models b, c, and d, in
comparison to model a, include a peak. The peak for
these three graphs is a symptom for existence of tumor
or artery in tissue. Also, the centers of peaks are exactly
under tumor or artery. Therefore, we can determine the
exact location of artery or tumor through stress graph.
By comparing Figs. 6 and 7, it is clear that the derived
result for model b has a good compliance with other
studies[20].

Fig. 6: Von Mises stress graph for nodes on top side
of the model of tissue including a tumor[20].

Fig. 4: Von Mises stress graph for nodes on top side
of model a (this graph is the same during 0.85
second).
Fig. 7: Von Mises stress graph for nodes on top side
of model c at 0.425 second of systolic step.

Fig. 5: Von Mises stress graph for nodes on top side
of model b (this graph is the same during 0.85
second).

Fig. 8: Von Mises stress graph for nodes on top side
of model d at 0.425 second of systolic step.

Since models c and d have a time-dependent
loading inside artery wall, their stress graphs vary with
time. In other words, the value of stress peak is timedependent. This variation has been presented for initial
time (0 second), end time (0.425 second) of systolic
step, and two other times between initial and end time
of this step in Table 1.

In Table 1, for model TIHA and TISA, the Von
Mises stress has been presented for four times of
systolic step. It is deduced that for TISA model, the
variation range of Von Mises stress from 0 to 0.425
seconds in systolic step is smaller than TIHA model,
but the value of its Von Mises stress is larger than
TIHA model.
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Table 2: The comparison of results for four models.
Von Mises stress
Model
2D tactile image
graph
Tissue
Uniform and time- A constant value and
itself
independent
time-independent
Non uniform and
A peak and timeTIT
time-independent
independent
TIHA
Non uniform and
A peak and timeand
time-dependent
dependent
TISA

Table 1: The value of Von Mises stress for four times
in systolic step for models TIHA and TISA
Model
TIHA
TISA

0.00 (s)
5.550
6.281

Von Mises stress (× 10-3 MPa)
0.159 (s)
0.349 (s)
0.425 (s)
5.740
6.102
6.254
6.322
6.400
6.432

Since pressure inside of artery increases as linear in
systolic step from 80 to 120 mmHg and decreases as
linear in diastolic step from 120 to 80 mmHg, we derive
a graph similar to graphs shown in Figs. 7 and 8 for
diastolic step.
In this study, the palpation of physician was
modeled and simulated by finite element method. This
modeling has been performed for four 2D tissue
models: tissue itself, tissue including a tumor, tissue
including an artery, and tissue including a stenotic
artery.
By comparing 2D tactile images a, b, c, and d in
Fig. 3, we can see that with applying the same loading
on top side of each model shown in Fig. 2, 1) if 2D
tactile image was uniform (Fig. 3-a) there is only the
tissue itself, 2) if 2D tactile image was not uniform, the
tissue includes other material with different mechanical
properties of soft tissue like tumor or artery (Figs. 3-b,
c, and d), 3) if 2D tactile image was not uniform but
remained constant versus time, the tissue includes
tumor (Fig. 3-b), 4) if 2D tactile image was neither
uniform nor constant, the tissue includes artery (Figs. 3c and d). With comparing Von Mises stress graphs
shown in Figs. 4, 5, 7, and 8, we can conclude that with
applying the same loading on top side of each model
shown in Fig. 2, 1) if stress values versus top nodes and
time be constant (Fig. 4) there exists the tissue itself, 2)
if stress graph consists a peak, the tissue includes other
material with different mechanical properties of soft
tissue like tumor or artery (Figs. 5, 7, and 8), 3) if the
value of stress peak versus time be constant, the tissue
includes tumor (Fig. 7), 4) if the value of stress peak be
time-dependent, the tissue includes artery (Figs. 7 and
8), and 5) if we compare the peaks of two timedependent stress graphs at same time for a same and
proper loading, the peak that has larger value belongs to
the stenotic artery, because a stenotic artery divulges
more strength than a healthy artery in the same
conditions.
Therefore, based on the division presented in Table
2, we cannot separate a healthy artery of a stenotic
artery only with comparing their 2D tactile image but
we can distinct them from each other by comparing
their stress graphs.

CONCLUSION
In this study, by creating four tactile models and
exploring 2D tactile image and stress graphs for each
one and comparing them together, we could detect the
existence of a tumor or an artery in tissue. According to
the obtained results, we were able to separate the tissue
itself from tissue including a tumor, and tissue
including an artery as presented in Table 2. A
noticeable finding in this modeling is the distinction of
a healthy artery from a stenotic artery by comparing the
values of their Von Mises stress peak together as
presented in Table 1.
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